Local measurement and computational refinement of aberrations for HRTEM.
Methods for accurate and automated determination of the coefficients of the wave aberration function are compared with particular emphasis on measurements of higher order coefficients in corrected instruments. Experimental applications of aberration measurement to the determination of illumination isoplanicity and high precision local refinement of restored exit waves are also described.